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The results from an intercomparison of accurate mass measurement of a small molecule
(molecular weight 475 Da) across a broad range of mass spectrometers are reported. The
intercomparison was designed to evaluate the relative capabilities and the optimum method-
ology of the diverse range of mass spectrometers currently used to record accurate mass
measurements. The data will be used as a basis for developing guidance on accurate mass
measurement. The need for guidance has resulted from the continued growth in the use of
accurate mass measurements for assignment of elemental formula in the chemical and
biochemical industries. This has been fuelled by a number of factors and includes the rapid
pace of instrument development, which has enabled accurate mass measurements to be made
in a less costly, yet robust fashion. The data from the intercomparison will allow us to compare
those protocols that produced excellent accuracy and precision with those that produced
poorer accuracy and/or precision for each type of mass spectrometer. The key points for best
practice will then be established from this comparison for each type of mass spectrometer and
accurate mass measurement technique. A compound was sent to the participating laboratories
(in the UK, Europe, and USA), the identity of which was not revealed. Each laboratory was
asked to record a minimum of five repeat mass measurements of the molecular species using
their local protocols and their preferred ionization technique or techniques. To the best of our
knowledge there were no interfering (unresolved) ions that originated from the sample. A
questionnaire was also completed with the experimental work. The information from the
questionnaires was used to evaluate the protocols used to record the measurements. Forty-five
laboratories have reported their results. To summarize the performance of mass spectrometers
in the intercomparison, magnetic sector field mass spectrometers used in peak matching mode
and FTMS reported the highest mean mass measurement accuracy (88 and 83%, respectively,
achieved 1 ppm). Magnetic sector field mass spectrometers used in voltage scanning
produced 60% of the mean mass measurements with accuracy 1 ppm. Magnetic sector field
mass spectrometers used in magnet scanning modes, quadrupole-TOF and TOF instruments
generally achieved mean mass measurement accuracy between 5 and 10 ppm. The two low
resolution triple quadrupoles used in the inter-comparison produced mean mass measurement
accuracy of 2 ppm. The precision of the data from each instrument and experiment type is
an important consideration when evaluating their relative capabilities. Using both the
precision and accuracy, it will be possible to define the uncertainty associated with the
elemental formulae derived from accurate mass measurements. Therefore, a thorough statis-
tical evaluation of the data is underway and will be presented in a subsequent
publication. (J Am Soc Mass Spectrom 2003, 14, 1086–1098) © 2003 American Society for
Mass Spectrometry
Accurate mass measurement of small moleculesis used to determine elemental formulae. Thebetter the accuracy the less the ambiguity [1]. In
general, accurate mass measurement is non-ambiguous
up to 300 daltons (Da) due to the small number of
potential molecular formulae. With increasing mass to
charge ratio (m/z) the number of possible formulae
dramatically increases making identification more and
more difficult [2]. There are many applications for
which accurate mass measurement is required. These
include identification of the components of mixtures,
biologically important molecules, metabolites, environ-
mental pollutants, patent protection, synthetic chemis-
try and polymer characterisation. In the light of this
broad application range and the continued commercial-
isation of new instruments capable of accurate mass
measurements, the American Society of Mass Spectro-
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metry (ASMS) have began to develop guidance on the
use of high resolution mass spectral data for confirma-
tion of elemental formulae [1, 2].
As early as 1927, Aston made measurements to an
accuracy of 1 part in 10,000 (100 ppm) using a magnetic
sector field mass spectrometer with a resolving power
of 600 [3]. From the late 1950s, high resolution experi-
ments and accurate mass measurement for the determi-
nation of elemental formulae were developed and dem-
onstrated using double focusing magnetic sector field
mass spectrometers. In 1959 John Beynon published a
report demonstrating that the m/z value of an ion can be
measured with sufficient accuracy so as to determine its
elemental composition [4]. A variety of techniques were
established to achieve high accuracy using double fo-
cusing magnetic sector field mass spectrometers. These
were peak matching, pioneered by Nier [5–7], dynamic
voltage (or acceleration voltage) scanning and dynamic
magnet scanning [8].
The technology of accurate mass measurement using
magnetic sector field mass spectrometers continued to
evolve. Klaus Bieman described the use of photographic
plates and a Mattauch-Herzog geometry sector field
instrument for precise measurement of line position [9].
Two important developments were presented at the
13thAnnual Conference on Mass Spectrometry and Al-
lied Topics in St. Louis in 1965. Campbell and Halliday
provided a theoretical evaluation by relating statistical
variation in peak position to ion abundance [10]. Green
et al. demonstrated the digitization of spectra recorded
electronically on magnetic tape for accurate mass mea-
surement, using an MS9 mass spectrometer [11].
Accurate mass measurements are no longer re-
stricted to double focusing magnetic sector field instru-
ments and are now carried out using a variety of mass
spectrometers. Fourier transform mass spectrometry
(FTMS) offers the highest mass resolution and mass
accuracy of any mass spectrometer [12]. FTMS is rou-
tinely used for accurate mass measurement with mass
resolving power in excess of 1  106 and mass accuracy
of 1 ppm [13]. An excellent example of the capability of
FTMS is the resolution of 500 peaks in the spectrum of
a raw diesel feedstock using a 5.6 tesla instrument. All
of the components were identified with a mass accuracy
of 0.3 ppm [13]. In his FTMS tutorial, Jon Amster has
highlighted the key paramaters to consider for accurate
mass measurement on the FTMS [14].
Eckers et al. [15] demonstrated mass measurement
accuracy of 4 ppm using an orthagonal acceleration
time of flight (TOF) mass spectrometer and a lock
(reference) mass ion. A number of reports have demon-
strated that high accuarcy mass measurements can be
recorded using quadrupole-TOF mass spectrometers.
Wolff et al. achieved mass measurement accuracy to
within 5 mDa for ions in the m/z range 74 to 423 [16].
Blom has also demonstrated mass measurement accu-
racy of 3 ppm when using a quadrupole-TOF in
conjunction with a Z-Spray source [17]. Mass accuracy
of better than 2 ppm has been demonstrated by Rich-
ards when using a quadrupole-TOF mass spectrometer.
Two lock mass ions were employed and a lock mass/
analyte ion abundance ratio of 1 was recommended.
The data was used to identify the oxidative metabolites
of the antihypertensive Bufuralol [18].
High accuracy mass measurement has not been
restricted to instruments that are capable of operating at
high resolution. As early as 1965 it was understood the
position of peaks on the mass scale could be measured
at low resolution with ppm accuracy provided they are
present at adequate abundance and no interferences are
present. An internal calibrant was necessary and this
was demonstrated by Haddon and Lukes in 1974 [19].
Though not usually considered as tools for accurate
mass measurement, low resolution quadrupole, triple
quadrupole, and quadrupole ion trap mass spectrome-
ters have been applied to such measurements. Haddon
et al. demonstrated the use of a single quadrupole
instrument for accurate mass measurement and de-
scribed a novel peak-finding algorithm that produced
improved mass accuracy [20]. Green and coworkers
have also reported mass measurement accuracy to
within 5 ppm of the correct mass value using a single
quadrupole [21]. Mass measurement accuracy of 10
ppm using a quadrupole ion trap has also been re-
ported [22].
In 2001 O’Connor and Sargent at LGC carried out a
study to evaluate the measurement issues arising from
the wide range of accurate mass measurement applica-
tions, in order to obtain independent views on issues
such as the scope of the topic, problem areas, and ways
in which they can be addressed [23]. The study (carried
out using literature review, interviews, and a forum
meeting) highlighted the continued growth in the use of
accurate mass measurements in the chemical and bio-
chemical industries. This has been fuelled by a number
of factors and includes the rapid pace of instrument
development, which has enabled accurate mass mea-
surements to be made in a less costly, yet robust
fashion. It was noted that the pace at which this new
technology is being introduced might potentially out-
pace the development of expertise for adequate valida-
tion.
The main conclusions arising from the 2001 study
were:
• A lack of understanding, particularly amongst newer
users, of basic terminology and definitions.
• The limitations of specific equipment for particular
purposes.
• The requirement for appropriate selection of both
external and internal calibrants.
• The distinction between measurements for the con-
firmation of a known species and the identification of
an unknown.
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• The need to have an overall uncertainty estimate for
the data; the reproducibility of repetitive accurate
mass determinations and the accuracy achievable
when measuring a truly unknown species, is often
confused.
• The errors which can arise from species such as
adducts formed in the mass spectrometer itself and
interfering ions from other sources.
• The rapidly increasing requirement to make mea-
surements on mixtures and the issues arising from
the use of separation techniques.
In the light of the conclusions from the study, it was
clear that there is a need to investigate the various
capabilities of the different instruments, together with
their optimum methodology and to provide guidance
on accurate mass measurement. Therefore, an intercom-
parison study to evaluate the variation in accurate mass
measurement and to understand the relative capabili-
ties of each type of mass spectrometer was coordinated
by LGC in 2002. The data and conclusions from the
study are presented in this paper. As a result of the
identification of the key measurement issues associated
with accurate mass measurement, an accurate mass
measurement guide is being developed which will
tackle these key measurement issues and use the con-
clusions from the intercomparison to establish the best
practice for each type of mass spectrometer.
Experimental
A single unknown compound (nominal molecular
weight 475 Da) was circulated to the participating
laboratories, together with a questionnaire to be com-
pleted with the experimental work. The questionnaire
was designed to evaluate the protocols used to make
the measurements. The compound provided was a
research material that had not previously been available
to the participants, with the exception of the sample
provider. The participants were asked to make five
repeat mass measurements (on separate days where
possible) of the molecular ion using their local protocols
and their preferred ionization technique or techniques.
A typical 70 eV electron ionization spectrum of the
intercomparison compound, supplied by one of the
participants, is shown in Figure 1.
Results and Discussion
The data is discussed in terms of the ion measured, the
type of mass spectrometer used, the local protocols
employed and the time period in which the measure-
ments were made. The study instructions requested
that the mass measurements should be recorded on
separate days, but this was not possible for all the
laboratories that contributed data to the study. The five
measurements were recorded on a single day or in a
time period varying between two days and eight weeks.
Each laboratory was provided with a unique identi-
fication number. For the purpose of reporting the data,
a number of laboratories have been given a letter
extension to their unique number (e.g.; 2a and 2b). This
was required, as many laboratories have provided
multiple sets of measurements. These include the use of
more than one type of mass spectrometer, recording
more than one set of data on a single mass spectrome-
ter, using multiple ionization techniques, or data re-
cording by multiple users. All instruments are referred
to in generic terms with no reference to any specific
mass spectrometer manufacturer.
Forty-five laboratories have reported data for the
intercomparison. This translates to well over 100 indi-
vidual data sets as many laboratories have provided
multiple measurements. The results are shown in Fig-
ures 2, 3, 4, and 5. The figures show the mean of the five
mass measurements, with the error bars representing
the range (highest value and the lowest value). For
comparison with the reported data, the expected m/z of
the measured ions, the 1 ppm range, the 5 ppm
range, and 10 ppm range are also plotted. These have
been calculated to take into account the mass of an
electron (i.e., the mass of an electron, 0.00055 Da, has
been removed from the calculation of expected m/z of
the ions measured and from the various accuracy
ranges). The data supplied by the contributors is plotted
as reported, with no correction for the mass of an
electron.
The Measurement of the m/z 475 Ion
With only two exceptions all the data reported for the
mass measurement of the molecular (M•) ion, m/z 475,
was recorded using double focusing magnetic sector
field instruments, utilizing either electron ionization
(EI) or fast atom bombardment (FAB) ionization. The
exceptions to this were was laboratory 44 and labora-
tory 53. Laboratory 44 employed a TOF combined with
secondary ion mass spectrometry (SIMS) and Labora-
Figure 1. A typical 70 eV electron ionization spectrum of the
intercomparison compound supplied by a participant.
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tory 53 reported data recorded using MALDI-TOF. The
data is summarized in Figure 2.
Double Focusing Magnetic Sector Field
Instruments and Peak Matching
With the exception of laboratory 49 (4 ppm), all of the
laboratories that employed the peak matching tech-
nique (8a, 15b, 34b, 42a, and 52) reported data with a
mean mass measurement of 1 ppm ( m/z 0.00048).
Instrument resolving power between 3000 and 12,000
(10% valley definition—two peaks of equal abundance
are considered to be resolved when they are separated
by a valley which is 10% of the height of either peak and
which is made up from 5% contribution from each
component) was reported. Laboratories 15b and 49
recorded all measurements on a single day. The remain-
der of the laboratories reported measurements recorded
over time periods ranging from 2 to 28 days. All of the
laboratories used a lock (reference) mass ion that was
no greater than 44 m/z away from the analyte ion
(lowest m/z 431, highest m/z 481). The lock (reference)
mass ions were generated by EI of either perfluorotribu-
tylamine (PFTBA) or perfluorokerosene (PFK) intro-
Figure 2. Results from the mass measurement of the M• ion at m/z 475 (10 ppm view).
Figure 3. Results from the mass measurement of the [M  H] ion at m/z 476 ( 10 ppm view).
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duced via a leak valve and present throughout the
measurements. Laboratory 42a used either PFK ions or
m/z 472 generated from vitamin E acetate which was
premixed with the analyte on the solids probe. The
abundance ratio of m/z 475 to the lock (reference) mass
ion ranged from 5:1 through to 1:2. From the limited
data, there is no evidence to suggest improved mass
accuracy in the measurements made on a single day
compared to those recorded over a longer time period.
For example, if we compare 15b and 34b. This provides
confidence that the protocols employed are robust over
time and were consistently applied.
A number of subtle variations on the peak matching
technique were employed. Laboratory 15b initially car-
ried out a two point accelerating voltage (V) calibration
using m/z 218 and 263. The sample and lock (reference)
mass (m/z 414) were then introduced. The sample m/z is
then noted into the data system and then V is automat-
ically adjusted to overlap the sample and lock mass ion
and the calculation and measurement are reported by
the data system. Laboratory 52 also used an automated
procedure, which uses two lock (reference) masses. The
data system selects the first lock (reference) mass (A),
carries out an electric calibration between it and the
second lock (reference) mass (B). It then measures from
(A) to the sample ion and from the sample ion to (B). An
average is taken of the two measurements and this
result is placed in a table n times (n is typically set to
Figure 4. Results from the mass measurement of the [M  H  C5H10]
 ion at m/z 406.
Figure 5. Results from the mass measurement of the [M  Na] ion at m/z 498 ( 10 ppm view).
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10). Therefore each of the five results reported by
laboratory 52 are a mean of the 10 individual measure-
ments. Laboratory 42a initially calibrated the peak
matching unit using m/z 181 and 193 prior to the mass
measurement of m/z 475.
Double Focusing Magnetic Sector Field
Instruments and the Dynamic Scanning
Techniques
Eighteen laboratories employed a dynamic scanning
method with EI or FAB. The data from these laborato-
ries was acquired using two different techniques, the
magnet scan and the dynamic voltage scan.
Dynamic voltage scan. Laboratories 2(a  b) 8b, 19, 22,
28a, 33(c d), 34a, 35a, 39, 40, 50a, and 51 used this type
of experiment. Instrument resolving power between
3000 and 10,000 (10% valley definition) was reported.
With the exception of laboratory 39 (mean  6.5 ppm),
all laboratories reported data with a mean mass mea-
surement accuracy of less than 5 ppm ( 0.00238 Da).
Laboratories 2 (a  b), 22, 33 (c  d), 34a, 35a, and 50a
reported data with a mean mass measurement accuracy
of1 ppm (m/z 0.00048 Da). Laboratories 2 (a b), 33
(c  d), and 50a recorded all measurements in a single
day (two sets of five, on two different days for labora-
tory 2). All other laboratories recorded their data over a
time period varying from 2 to 28 days. Once again, the
data suggests that the protocols employed were not
affected by the time period over which the measure-
ments were recorded (compare 28a and 2a).
All the laboratories employed very similar experi-
mental protocols. In nearly all cases a narrow range
internal calibration was used to make the measure-
ments. For the majority of the laboratories using EI,
between 1 and 3 ions from PFK were used for the
internal calibration with the PFK introduced at the same
time as the sample. The m/z range for internal calibra-
tion ion was no greater than 56 m/z units from the m/z
475 ion (m/z 431–m/z 531) for all laboratories. In the
experiment carried out by laboratory 35a, PFK is
present throughout the experiment and the sample was
introduced using the solids probe. After the sample had
evaporated from the probe and the experiment was
complete, a single scan from PFK (recorded before the
sample is observed) is used to create an accelerating
voltage external calibration. The m/z of the sample
molecular ion and its fragments are measured using
this calibration.
For the two laboratories employing FAB (33c and
50a), two ions from poly(ethyleneglycol) 600 that brack-
eted m/z 475 (m/z 459 and m/z 503) were used for
internal calibration. Laboratory 33c used a subtly dif-
ferent protocol, where the internal calibrant is applied
to one target and the analyte is applied to the second
target of a dual target probe. During acquisition the
shaft of the probe is rotated between the two targets
providing a series of scans with interleaved reference
and analyte spectra. When processing, all scans are
averaged to create a single spectrum of internal cali-
brant and analyte ions. Laboratories 8b, 22, 28a, 33c,
33d, 34a, 40, and 51 maintained the analyte to calibrant
ion abundance ratio between 5:1 and 1:2.
Magnet scan. Laboratories 3, 13, 17, and 43 used a
magnet scan to record their accurate mass measure-
ments. Resolving power between 5000 and 12,000 (10%
valley definition) was reported. The results from this
approach produced much greater variation in mean
mass measurement accuracy, as low as 3 ppm (labora-
tory 17) to a high of 42 ppm (laboratory 43). An
explanation for this variability is not readily apparent
from the questionnaires.
Laboratory 43 used a broad range internal calibration
(m/z 32–500) to make the measurements, which allowed
the measurement of both the m/z 475 ion and a number
of the fragment ions. PFK was used for internal calibra-
tion and this was introduced at the same time as the
sample. Laboratory 13 also used PFK for internal cali-
bration and for these experiments appropriate pairs of
ions that bracketed each analyte and fragment ion to be
measured (e.g., m/z 169 and m/z 181 for the fragment at
m/z 171) were employed to create the narrow range
internal calibrations. Laboratory 3 carried out a narrow
range external calibration (m/z 430–500) followed by a
lock (reference) mass correction (m/z 481 from PFK) to
mass measure the m/z 475 ion. For Laboratory 17
Table 1. The percentage of mean mass measurements at 10 ppm, 5 ppm, and 1 ppm for each type of mass spectrometer
Instrument type
% of mean mass measurements
10 ppm 5 ppm 1 ppm
Double focusing magnetic sector field (measuring m/z 475 and 476)
Peak matching n  8 100 100 88
Dynamic voltage scanning n  15 100 93 60
Dynamic magnet scanning n  4 50 25 0
FTMS (measuring m/z 476 and 498) n  12 100 100 83
Quadrupole-TOF (measuring m/z 476 and 498) n  12 100 83 25
TOF (measuring m/z 475, 476, and 498) n  17 76 65 24
Triple-Quadrupole (measuring m/z 476) n  2 100 100 0
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analysis commences with only PFK present in the mass
spectrometer. About 30 scans were recorded and these
are used to create an external calibration. Without
stopping the acquisition, the sample was introduced
and PFK is present to provide lock (reference) masses
over the full scan range. For all four laboratories the
measurements were recorded over a long time period
(17 days to 8 weeks).
TOF-SIMS
Laboratory 44 reported the mass measurement of the
m/z 475 ion using TOF-SIMS and the mean mass mea-
surement accuracy was 25 ppm ( m/z 0.01188). Cali-
bration was carried out prior to each measurement
using known ions produced during the SIMS process,
but only over the range m/z 15 to 203. A lock (reference)
mass correction was not employed. The mass accuracy
achieved met the expectation of the data provider, for
their routine applications.
MALDI-TOF
Unusually, laboratory 53 reported the mass measure-
ment of the m/z 475 ion using MALDI-TOF. The mean
mass measurement accuracy was 12 ppm ( m/z
0.0057). Prior to the measurements an aliquot (1.0 L) of
a 10 mg/mL solution of the sample was mixed with
1L of PEG1000 (10 mg/L) and 1 L dithranol (10
mg/L) in a tube. One L of the mixture was placed
onto the MALDI target and then allowed to dry prior
to analysis. Internal calibration, using the PEG 9-mer
([M  Na]  437.2360) and 10-mer ([M  Na] 
481.2622) signals, was used to record the mass mea-
surements.
The Measurement of the m/z 476 Ion, the m/z 498
Ion, and the m/z 406 ion
The accurate mass measurement of the [M  H] ion
(m/z 476), the [M  Na] ion (m/z 498), and the [M  H
 C5H10]
 ion (m/z 406), was carried out using double
focusing magnetic sector field, triple quadrupole, TOF,
FTMS and quadrupole-TOF mass spectrometers com-
bined with electrospray ionization (ESI). Laboratories 7,
32 (a  b), 34d and 50b recorded their measurements in
a single day. All other laboratories made measurements
over a period of three days to eight weeks. The results
will now be discussed in terms of the mass spectrome-
ter used to make the measurement.
Quadrupole-TOF
Eight laboratories reported the mass measurement of
the m/z 476 ion with quadrupole-TOF and ESI, with
instrument resolving power ranging from 9000 to
16,500 reported (full width at half maximum [FWHM]
definition—where the width of the peak at half its
height is used to calculate resolution). Three laborato-
ries 5 (a  b) and 31a reported a mean mass measure-
ment accuracy of 1 ppm and laboratories 9, 21a, and
35b reported a mean mass measurement accuracy of5
ppm (Figure 3). Where a mass accuracy of 5 ppm was
achieved, all contributors employed 1 or 2 lock (refer-
ence) mass ions and had carried out an external calibra-
tion on the day of the measurement or no longer than
two days prior to each measurement. One exception
was laboratory 5a, which employed an external calibra-
tion of the TOF that was between 16 and 17 weeks old
depending on the date of the measurement.
The lock (reference) mass ions employed for the
measurements were in the range m/z 307 to 734. At this
stage of the data evaluation, no attempt has been made
to correlate mass accuracy with the m/z difference
between the analyte and lock (reference) ions. The
highest analyte to lock (reference) mass ion abundance
ratio was 20:1, but the majority lay between 3:1 and 1:3.
Three laboratories also reported the simultaneous mea-
surement of the m/z 406 ion (5b, 9, and 21a) and mean
mass measurement accuracy of 5 ppm (Figure 4).
Laboratories 7 and 12 reported mean mass measure-
ment accuracy between 5 and 10 ppm. Laboratory 7
achieved this using a lock (reference) mass (m/z 556),
with an analyte to lock (reference) mass ion abun-
dance ratio between 0.4:1 and 3:1 (Figure 3). Labora-
tory 12 achieved their accuracy without the use of a
lock mass (reference) ion. Laboratory 12 also reported
mean mass measurement accuracy of 9 ppm for the
m/z 406 ion (Figure 4), the mass measurements were
made simultaneously with the m/z 476 ion. The
greater variability in the data from laboratory 7,
cannot be explained by reference to the information
in the questionnaire, as the protocols used matched
those employed by laboratories that reported both
greater accuracy and precision (compare laboratory 7
and laboratory 31a).
Laboratories 28 (c  d) and 42b reported mean mass
measurement accuracy of 5 ppm for the [M  Na]
ion at m/z 498 (Figure 5). Of those laboratories, 28c used
an internal calibration procedure to make the measure-
ments and the internal calibrant was introduced by
mixing with the sample. The internal calibrant ions
employed for the measurement were m/z 437 and 525
and the analyte to internal calibrant ion abundance ratio
lay between 5:1 and 1:3. For the measurements reported
by laboratory 28d, only an external instrument calibra-
tion (m/z 100–2000) was employed, which was carried
out on the same day of each measurement reported. The
data for 28 (c  d) was recorded in a single day.
Laboratory 42b reported mean mass measurement ac-
curacy of 1 ppm for the m/z 498 ion, using a lock
(reference) mass (m/z 662) and an analyte to lock (ref-
erence) mass ion abundance ratio between 20:1 and 1:2.
The mass measurements were recorded on a single day,
with an external calibration recorded on the same day.
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Table 2. The participants in the accurate mass measurement intercomparison
Name Organization
Alison Ashcroft School of Biochemistry & Molecular Biology, University of Leeds
Stephen Baldwin AstraZeneca
Perdita Barran SIRCAMS, University Of Edinburgh
Claire Beaumont GlaxoSmithkline Pharmaceuticals
David Bendell CHEMISPEC, University of Sunderland
John Bickerton The University Of Warwick
Malcolm Clench School of Science and Mathematics, Sheffield Hallam University
Alex Colburn Institute of Mass Spectrometry and Department of Chemistry, The University Of Warwick
Sarah Dykes Pfizer Global R&D
Laurent Fay Nestle´ Research Centre, Nestec Limited
Roderick Ferguson School of Engineering and Physical Sciences Chemistry, Heriot-Watt University
Betty Flitcroft Avecia
Trevor Gibson Cubist Pharmaceuticals (UK) Limited
John Gilbert Jeol UK Limited
Ian Gilmore National Physical Laboratory
Padraig Glynn Elan Corporation
Mark Gosling AstraZeneca
Ian Gould Kodak Limited
Brian Green Waters Corporation MS Technologies Centre, Micomass UK Limited
Chris Harbach M-Scan Limited
Joan Hague School of Science and Mathematics, Sheffield Hallam University
Neville Haskins Consultant
Julie Herniman University Of Southampton
Andrew Hoteling Eastman Kodak Company
Ann Hunter EPSRC National Mass Spectrometry Service Centre, Swansea
Andrew Illsley Shimadzu Biotech
Tom Jackson Eastman Kodak Company
Jackie Jarvis Bruker Daltonics
Keith Jennings Consultant
Mike Jones Department of Chemistry,University of Durham
George Keenan Scottish Water
Steve Lane CASS, GlaxoSmithKline, UK
John Langley University Of Southampton
Pat Langridge-Smith SIRCAMS, University Of Edinburgh
Bill Leavens CASS, GlaxoSmithKline, UK
Mervyn Lewis IACR
Steve Lock Applied Biosystems/MDS SCIEX
Tony Mallet School of Chemical and Life Sciences, University Of Greenwich
Peter Marshall CASS, GlaxoSmithKline, UK
Rachel Martin Shimadzu Biotech
Peter Maziarz Bausch and Lomb
Mike McCullagh Waters Corporation MS Technologies Centre, Micromass UK Limited
Bryan McCullough SIRCAMS, University Of Edinburgh
George McLeod Syngenta
John Monaghan School of Chemistry, University Of Edinburgh
Bill Morden LGC Limited
Mike Morris Waters Corporation MS Technologies Centre, Micromass UK Limited
Bill Nichols Eastman Kodak Company
Carla Owen Applied Biosystems/MDS SCIEX
Hema Pancholi AstraZeneca
George Perkins Pfizer Global R&D
Russel Pickford UMIST
Nick Polfer SIRCAMS, University Of Edinburgh
Jens Griep-Ramming ThermoFinnigan MAT GmbH
Don Richards Pfizer Global R&D
Stone. D. H. Shi CASS UM, GlaxoSmithKline (USA)
Bridget Stein EPSRC National Mass Spectrometry Service Centre, Swansea
James Stygall Cambridge Biotechnology
Chris Sutton Shimadzu Biotech
Alan Taylor School of Chemistry, University Of Edinburgh
Yutaka Takahashi Jeol UK Limited
Christine Thompson Pfizer Global R&D
Dave Tooth Delta Biotechnology Limited
Peter Watkins ThermoFinnigan Limited
(continued)
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TOF
Laboratories 23, 31 (b  c), 33 (a  b), 36, 45, and 50b
reported mean mass measurement accuracy 5 ppm
(Figure 3). Instrument resolving power (FWHM) rang-
ing from 3000 to 6000 was reported. Only laboratory
50b recorded all measurements in a single day. Labora-
tories 23, 31 (b  c), 36, 45, and 50b used a lock
(reference) mass to make the measurements and this
was introduced using a separate sprayer, mixed with
the sample or dissolved in the mobile phase. The lock
(reference) mass ions employed for the measurement
were in the range m/z 377 to 556 and the analyte to lock
(reference) mass ion abundance ratio lay between 0.4:1
and 5:1. An external calibration was carried out on the
same day as the measurement or up to six weeks prior
to the measurement. Laboratories 1, 23, 31b, 33 (a  b),
and 45 also reported mean mass measurement accuracy
of 5 ppm or 10 ppm for the m/z 406 ion recorded
simultaneously with the m/z 476 ion (Figure 4).
Laboratories 33a and 33b reported the measurement
of both the m/z 476 ion and the m/z 406 ion. A lock
(reference) mass was not employed. For the data re-
ported as 33a, the calibrant mixture and analyte were
infused alternately and a two point external calibration
(m/z 242 and 690) was created, for the mass measure-
ment. For the data reported by 33b the sample was
introduced using a LC separation. A single point exter-
nal calibration was created using the background ion at
m/z 391 eluting earlier in the total ion chromatogram.
Laboratories 1 and 25 reported mean mass measure-
ment accuracy of between 5 and 10 ppm. Both used a
lock (reference) mass (m/z 556 and 502), with the analyte
to lock mass ion abundance ratio maintained at 1:1 and
a same day external calibration (m/z 200–1200 and m/z
130–770) recorded. Therefore, there is no clear explana-
tion for the discrepancy in accuracy of these two
laboratories, when compared to the other laboratories
employing very similar protocols. For example labora-
tories 1, 31b, and 45 all used m/z 556.2771 as a lock
(reference) ion.
Laboratory 38 reported mean mass measurement
accuracy of 36 ppm (Figure 3). The instrument used was
similar to that employed by laboratory 33, and like
laboratory 33 no lock (reference) mass was used to
make the measurements, but a same day external cali-
bration procedure was employed. It has been noted that
the instrument used by laboratory 38 was a much older
version of that used by laboratory 33 and this may
explain the differences in the data reported. Laboratory
38 reported mean mass measurement accuracy of 36
ppm for m/z 498 ion. Laboratory 47b reported a mean
mass measurement accuracy for the m/z 498 ion of 5
ppm (Figure 5). The measurements were made over a
six day period using a two point internal calibration
(m/z 481 and 525) with the internal calibrant mixed with
the sample. The analyte to internal calibrant ion abun-
dance ratio was 2:1.
FTMS
With the exception of laboratory 14 (2 ppm), all labora-
tories (11, 21b, 26, 32 (a  b), and 57) reported mean
mass measurement accuracy of 1 ppm for the mea-
surement of the m/z 476 ion using ESI-FTMS (Figure 3).
All laboratories used broadband detection and data set
sizes varying from 64 to 512 K. The five measurements
from laboratories 32 (a  b) were recorded in a single
day, with all other laboratories recording there data
over a time period of up to 28 days. Instrument resolv-
ing power in the range 14,000 to 122,000 (FWHM) was
reported.
Not all laboratories carried out an external calibra-
tion on the day of each measurement. Laboratories 21b
and 55 used calibrations recorded on the same day,
within two days (laboratory 21b), or up to eight days
previous (laboratory 55). Laboratory 57 employed an
internal calibration procedure, with PEG 600 mixed
with the sample. The sodium adduct ions of PEG were
used to create the internal calibration.
A variety of external calibration ranges were em-
ployed and these were as narrow as m/z 300–600
(laboratory 32) and as broad as m/z 322–1572 (laboratory
21b). Three out of the seven labs (21b, 26, and 32b) also
employed a lock (reference) mass for some or all of their
measurements and the m/z of the lock (reference) mass
ions was as low as m/z 348 and no higher than m/z 571.
Where reported, the ratio of analyte to lock (reference)
mass ion abundance lay between 3:1 and 0.3:1. Only
laboratory 32 (a b) reported an FTMS measurement of
the m/z 406 ion (Figure 4). For 32a, a same day external
calibration was used with the mass measurement (m/z
300–600). The data for 32b used the external calibration
and a lock (reference) mass (m/z 437) correction, pro-
ducing slightly improved mass accuracy. The ratio of
Table 2. continued
Name Organization
Dave Watson Department of Pharmaceutical Sciences, University of Strathclyde
Paula Wiebkin Applied Biosystems/MDS SCIEX
Jon Williams Waters Corporation MS Technologies Centre, Micromass UK Limited
Jean-Claude Wolff GlaxoSmithKline
Andrew Wright AstraZeneca
Dominic Yu Eastman Kodak Company
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analyte to lock (reference) mass ion abundance was not
reported.
Laboratories 2 (c  d) reported the mass measure-
ment of the m/z 498 ion by ESI-FTMS (Figure 5). The five
measurements for 2c were recorded in a single day,
whereas the data for 2d was recorded over 20 days.
Both data sets used the same external calibration pro-
cedure, recorded on the day of each measurement in the
range m/z 167 to 571, to produce mean mass measure-
ment accuracy of 1 ppm.
Triple Quadrupole
Laboratories 6 and 31d reported data from triple quad-
rupole instruments (Figure 3), with mean mass mea-
surement accuracy of 1.3 ppm for both laboratories, but
with laboratory 6 showing much greater day to day
variability. Instrument resolving power ranging from
2000 to 3100 (FWHM) was reported. An external cali-
bration just prior to the mass measurements was not
recorded by either laboratory and this was probably not
required due to the inherent long term external calibra-
tion stability of triple quadrupole mass spectrometers.
Both laboratories employed an internal calibration pro-
tocol using multiple ions (a minimum of 5) in the range
m/z 402 to m/z 525 and where reported the analyte to
internal calibrant ion abundance ratios were in the
range 0.4:1 to 2.8:1.
Magnetic Sector
Laboratories 15a and 34 (c  d) reported the mass
measurement of the m/z 476 ion using a magnetic sector
field instrument and ESI (Figure 3). Both 15a and 34d
used the peak matching technique and the ion at m/z
448 from polyethyleneimine and reported mean mass
accuracy measurements of 1.0 ppm. The ratio of the
analyte to lock (reference) mass ion abundance was
reported as 0.5:1 by laboratory 34d. Laboratory 34d
recorded all data in a single day and 15a made mea-
surements over a six week period.
Laboratory 34c employed the accelerating voltage
scanning method using a narrow range internal calibra-
tion to make the measurements (m/z 448, 491) with the
ratio of the analyte to the internal calibrant ion abun-
dance between 1:5 and 1:10. Mass measurements were
made over a two day period and the mean mass
measurement accuracy was 1 ppm.
The Measurement of the m/z 498 Ion
by MALDI-MS
Six laboratories reported data recorded using MALDI
combined with TOF, FTMS and quadrupole-TOF (Fig-
ure 5). Laboratories 18, 28b, and 47a employed an
internal calibration protocol with TOF to record the
measurements with mean mass accuracy of 1.4 ppm, 22
ppm, and 2.0 ppm respectively. The internal calibrant,
sample and matrix were mixed and cocrystallized on
the MALDI target. Where the information was pro-
vided, the ratio of the analyte and internal calibrant ion
abundance ranged from 2:1 through to 1:4. The internal
calibration was carried out across a narrow range of m/z
values centred on m/z 498 (laboratories 18 and 47a used
m/z 481 and 525 from poly(ethylene glycol), laboratory
28b used ions generated from -lactose and lactodifu-
cotetraose in the range m/z 300–700). The measurements
were made either on a single day (28b and 18) or over
three days (47a).
Laboratories 31e and 32d employed a different ap-
proach. An external calibration was recorded followed
by the mass measurement of the m/z 498 ion using a
single lock (reference) mass correction (m/z 556 for
laboratory 31e, m/z 525 for laboratory 32d). The sample,
the matrix, and the lock (reference) mass compound
were cocrystallized on the MALDI target. Mean mass
measurement accuracy of 2 ppm and 0.6 ppm was
reported. Laboratory 32c also reported data using a
procedure where the measurement was made on the
same day as an external calibration over the range m/z
400–700, but without the use of a lock (reference) mass
to produce accuracy of 2 ppm. Laboratory 32 used
broadband detection and data set size of 512 K.
An overall summary of the results is shown in Table
1, which shows the percentage of mean mass measure-
ments that correspond to three criteria of mass accu-
racy. The table compares the mean mass measurement
accuracy achieved by each instrument and type of
experiment.
Conclusions
The report summarizes the data from a unique exercise
to evaluate the relative capabilities of the current range
of mass spectrometers and the protocols used to record
accurate mass measurements of small molecules. The
study involved the accurate mass measurement of a
mono-isotopic ion from a single component sample,
with no interfering ions present from the sample. At
this stage, the data evaluation has been based solely on
the mean mass measurement accuracy. In nearly all
cases, the measurements did not involve a chromato-
graphic introduction.
Magnetic sector field mass spectrometers have tradi-
tionally been used to record accurate mass measure-
ments. Of the three common techniques reported, peak
matching and dynamic voltage scanning clearly pro-
duced the most accurate results, with 88 and 60% of
mean mass measurements 1 ppm respectively. Only
50% of the laboratories that employed dynamic magnet
scanning experiments reported data with mean mass
accuracy of 10 ppm. The results clearly reflect the
accepted capability of the three techniques. For FTMS,
83% of laboratories reported mean mass measurement
accuracy of 1 ppm. This result is comparable to that
from peak matching and superior to that recorded
using dynamic voltage scanning and meets the expec-
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tation of the capability of FTMS for accurate mass
measurements.
Of the low-medium resolution mass spectrometers,
quadrupole-TOF produced the highest accuracy mea-
surements, with 83% 5 ppm, compared to 65% from
TOF. This may be due as much to the optimization of
current protocols as to any deficiency in instrument
capability. The capabilities of both TOF and quadru-
pole-TOF mass spectrometers have only recently been
enhanced to allow accurate mass measurements to be
recorded. Therefore, further investigation of the proto-
cols used to record accurate mass measurements is
necessary to further develop the capability of these two
types of mass spectrometer.
To summarize the performance of the medium and
high resolution instruments, magnetic sector field mass
spectrometers used in peak matching mode and FTMS
were capable of the highest mass accuracy (83 and 88 %
1 ppm). Quadrupole-TOF and TOF instruments gen-
erally achieved mean mass measurement accuracy be-
tween 5 and 10 ppm. In many cases an identical
protocol and mass spectrometer were used to make the
mass measurements, but an equivalent performance
was not reported. This illustrates the need for guidance
on the appropriate application of the various protocols
employed.
Low resolution instruments have not traditionally
been employed to record accurate mass measurements,
but both triple quadrupoles used in the inter-compari-
son produced mean mass measurement accuracy of 2
ppm. The result illustrates the capability of low resolu-
tion mass spectrometers when a sound experimental
protocol is used and there are no unresolved isobaric
ions. But it should be noted that only two labs reported
triple quadrupole data.
The precision of the data from each instrument and
experiment type was not discussed in detail in this
report, but is an important consideration when evalu-
ating their relative capabilities. Therefore, a thorough
statistical evaluation of the data is underway and will
be reported in a subsequent publication. Such statistical
evaluation of accurate mass measurement data has
received limited coverage in the literature. One key
exception is the report by Sack and coworkers, who
proposed a method for statistical evaluation of accurate
mass measurement quality for double-focusing mag-
netic sector mass spectrometers [24]. Such statistical
understanding is important, as it will reduce the uncer-
tainty when selecting the elemental formulae that result
from accurate mass measurement.
The data is useful to both novice and experienced
users for a simple comparison of the capability of each
instrument type. A detailed discussion of the resolving
power of each instrument has not been included as the
intercomparison was designed so that this parameter
would have minimal impact on the results (no interfer-
ences in the sample). If an interfering ion had been
present, mass spectral resolution would become a sig-
nificant factor and would be reflected in the data
produced by each type of mass spectrometer. It is
envisaged that the effect of this will be investigated in a
further intercomparison.
In addition, a best practice guide for accurate mass
measurement is currently being prepared. It was agreed
that the guide should be complemented with sound
experimental data to give further credibility to the
suggested approaches. Therefore, the data from the
intercomparison will be used in the development of the
guide. In many cases the reported mass accuracy re-
flected the capability of each type of mass spectrometer,
but there were a significant number of exceptions. Also,
mass spectrometers of the same type often produced
equivalent mean mass measurement accuracy, but with
significant differences in precision. From the intercom-
parison data we will be able to evaluate those protocols
that produced excellent accuracy and precision for each
type of mass spectrometer. These protocols can then be
compared with those described by laboratories that
produced poorer accuracy and/or precision. The key
points for best practice will then be established from
this comparison for each type of mass spectrometer and
accurate mass measurement technique.
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A feasibility study carried out in 2001 highlighted the
rapid growth in the use of accurate mass measurements
in the chemical and biochemical industries. The pace at
which this new technology has been implemented has
outpaced the development of expertise to adequately
validate methodology that is now in routine use. This is
particularly serious because complex instrumentation is
being introduced into groups with little background
experience in mass spectrometry.
This collaborative study will focus on small mole-
cules (1000 a) and the experimental approach is
designed to evaluate the variation in accurate mass
measurement across a broad range of instrument types.
The resulting data will be used to prepare guidance on
undertaking key aspects of the methodology in order to
obtain robust measurements and traceable data.
Implementation of Study
1. LGC to provide suitable compound to collaborators,
along with details of solubility and questionnaire to
be completed with the experimental work.
2. Collaborators to mass measure the molecular ion of
the test compound using local protocols.
3. Mass measurement and completed questionnaire to
be returned to LGC for data evaluation.
Sample Preparation
1. 50 mg of solid material supplied.
2. Analyze directly by ionization technique of choice.
3. For liquid introduction methods, a sample solution
can be prepared by dissolving the solid in a few
drops of tetrahydrofuran and diluting to the re-
quired volume with methanol.
4. Suggested MALDI sample preparation, but please
use local sample preparation method if preferred.
Sample solution. 5 mg/mL in MeOH (200 uL MeCl2
added) sample dissolves slowly.
Matrix solution. 38.5 mg/mL MeOH 2,5-dihydroxy-
benzoic acid (DHB) (0.25M). Mix 70 uL of matrix
solution with 10 uL of sample solution. Dispense 0.5 uL
of mixture onto sample plate and allow to air dry.
Instrumentation
Please complete a separate questionnaire for each in-
strument used and return electronically where possible.
Accurate Mass Measurement
In positive ion mode, make five replicate mass measure-
ments of the molecular ion of this compound, nominal
mass 475, [M  H] 476 using locally accepted proto-
cols. Five separate sample introductions should be
used, ideally on separate days.
Additional Experimental Work (Optional)
If time is available make additional mass measurements
of one or more fragments of molecular ion (EI, MS/MS,
in-source CID). Please provide five replicate measure-
ments of each species.
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Results
Molecular Ion
List the five replicate measurements of the molecular
ion in the table below, along with the date and time of
the measurement and the associated instrument calibra-
tion.
Fragment Ions
Please insert an additional copy of the table for each
fragment ion and list the five replicate measurements.
Discarded Measurements
Please state if any measurements were discarded and if
so give the reasons why.
Experimental Questions
1. Make and model of instrument used.
2. Ionization technique used (for MALDI and LSIMS,
describe the sample preparation).
3. Indicate the method of sample introduction in the
table below.
4. Measurement methodology.
(a) Number of scans averaged to obtain each mass
measurement.
(b) For magnetic sector users, did you use static
peak matching or dynamic scanning?
(c) For FTMS users indicate the storage time for
acquisition, broadband or narrow band acquisi-
tion, data set size and magnet size.
(d) Please provide a typical spectrum from the ex-
periments where possible.




7. Reference/lock mass details.
• Was a reference/lock mass ion(s) used to make the
measurements?
• If YES, what species was employed and specify the
m/z value of the ion/ions used.
• Describe the method of introduction of the refer-
ence ion(s) (e.g. lock spray, post column addition,
leak valve, etc.).
• Absolute intensity/abundance of analyte and ref-
erence ion for each measurement.
8. Give an estimate of your expected (day to day) mass
accuracy (mMU).
9. Instrument resolution when carrying out the mea-
surement (state the resolution definition used for the
calculation).
Participant Details
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